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1. Applicant: Medical Intelligence Medizintechnik GmbH

2. Address: Feyerabendstrasse 13 - 15
86830 Schwabmdnchen
Germany

3. Contact Person: Christian Hieronimi
Tel. +49 (0) 8232 9692-0

4. Preparation Date: February 10, 2004

5. Device Submitted: HexaPOD TM RT Couch Top

6. Proprietary Name: HexaPODTM RT CouchTop

7. Common Name: Hexapod

8. Classification Name: Couch, Radiation Therapy, Powered
Powered radiation therapy patient support assembly
Product Code JAI

9. Substantial Equivalence: The HexaPOD is substantially equivalent to the
following legally marketed devices:
Med-Tec Inc.'s "Med-Tec 6 Degree Axis Couch", and
Elekta Instrument Inc.'s "Elekta Oncology Systems
PreciseTM Treatment Table".
The characteristics of this device are similar to those
of the predicate devices identified on the comparison
chart, which is provided with the premarket notification
submission. It is our opinion that the HexaPOD does
not have technological characteristics that raise
additional types of questions related to terms of safety
and effectiveness.

10. Device Description: The HexaPOD consists of two platforms, which are
connected by six linear, rigid but length adjustable
elements which are powered. By appropriate
coordinative adjustment of these elements, the system
is able to move the upper platform relative to the lower
one. The movement can occur in all three dimensions
in space. Additionally the upper platform can rotate
around these three axes which results in a tilt or a
rotation of the upper platform relative to the lower one.
Finally an accurate positioning within all six degrees of
freedom (6DOF) can be provided. The HexaPOD
consists of a controller unit which is directed by a
cable connected teach pad. Additionally it can be
directed via an external graphics user interface (GUI)
which is installed on a PC.

11. Intended Use: The intended use of the device is to support and aid in
positioning a patient during radiation therapy.

Doc# H02-HexaPOD 02 Version 2 of 2004-04-08 3/5



HexaPOD Tk RT CouchTop

Product documentation a2 Medice

FDA 510k submission /, O/§ / y/

12. Biocompatibility: The HexaPOD is not in contact with patient. At any
time when in use a sheet is to be placed between the
patient's skin surface and the treatment support when
in use. Additionally there are no new materials
introduced in the manufacture of the HexaPOD.
Therefore, no biocompatibility studies were
undertaken for this device.

13. Performance Data: No performance data is required for this Class II
device nor requested by the Food and Drug
Administration (Office of Device Evaluation).

[ Doc # H02-HexaPOD 02 Version 2 of 2004-04-08 4 /5
.~~~~~~~~~~~~~~~~



Indications for Use

510(k) Number (if known): //o/Li I Lj q P

Device Name: HexaPODTM RT CouchTop

Indications For Use:

Intended Use: The intended use of the device is to support and aid in
positioning a patient during radiation therapy.

Prescription Use YES AND/OR Over-The-Counter Use NO
(Part 21 CFR 801 Subpart D) (21 CFR 807 Subpart C)

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE IF

NEEDED)

Concurrence of CDRH, Office of Device Evaluation (ODE)

(Division Sign Off
Division of Reproductive, Abdominal,
and Radiological Devices
510(k) Number
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